INTRODUCTION
Computed tomography (CT) has been indispensable in diagnostics since its advent in the early 1970s. CT imaging shows the inner structure of a patient or an object by visualizing the linear attenuation coefficient of each different component. Dual-energy CT (DECT), proposed in 1970s [1] , can provide more information about the materials that comprise the scanned object than a conventional CT does. Many studies have been carried out on DECT imaging, and the first commercial clinical dual-source (or energy) CT was introduced in 2005 1 . It is equipped with two X-ray tube and detector pairs, and it simultaneously acquires projection data at two different energies. DECT images can be used for various purposes such as material differentiation, contrast enhancement of conventional CT [2] , beam hardening correction [3, 4] , attenuation correction for single photon emission computed tomography (SPECT) or positron emission tomography (PET) [5, 6] , explosive detection [7] , and luggage screening [8] . In addition, the electron density (ED) of scanned materials can be obtained with DECT. Accurate ED information of a patient's body is vital for precise treatment planning in the process of radiotherapy.
Techniques for extracting material information from DECT can be categorized into three groups: prereconstruction methods, post-reconstruction methods, and iterative reconstruction methods. Pre-reconstruction techniques [1, 7, [9] [10] [11] decompose the linear attenuation coefficient (LAC) into a photoelectric part and a Compton scattering part, or replace it with an equivalent LAC of known basis materials using basis material decomposition. These techniques can theoretically reconstruct images that
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KEYWORDS : Computed Tomography(CT), Dual Energy, Micro CT are free of beam hardening artifacts but need careful and expensive calibration to reduce errors. Post-reconstruction techniques [12] [13] [14] [15] [16] extract material information from reconstructed CT images. These methods have an advantage in their computational simplicity because calculations are performed only at corresponding pixels of the CT images at two different energies. These are useful when raw projected data are not available or the detailed parameters of the reconstruction software are not adjustable. Both of these techniques use filtered back projection (FBP) for reconstruction, which does not consider the statistical nature of the radiation. Iterative DECT reconstruction techniques [17] [18] [19] might provide more accurate information, where CT images are reconstructed iteratively using a statistical model. These methods show good image quality but incur huge computational cost.
In addition to the categories mentioned above, methods using dual energies of monochromatic radiation have been proposed. A synchrotron [20, 21] or Ir-192 [22] isotope was used as the monochromatic radiation source of the DECT. These methods show high accuracy in extracting material properties, but their practicality is very low due to limited availability of the radiation sources.
We propose a simple and convenient DECT technique which could be used easily with a conventional x-ray CT. We focused on the simplicity of the post-reconstruction approach and the accuracy of the monochromatic radiation approach. We combined ideas from these two approaches, applying the DECT technique for monochromatic sources to DECT images obtained with polychromatic x-rays. We assigned a representative energy for each of the two different polychromatic spectra, with which we performed the DECT method originally developed for monochromatic sources. However, as we are adopting a monochromatic x-ray technique with polychromatic x-rays, the accuracy of DECT images may not be guaranteed anymore. In this study, we experimentally test the feasibility of this new approach and investigate the effect of the representative energy of a spectrum on the accuracy of results. The accuracy of the proposed method is examined by comparing the extracted values of the effective atomic number Zeff and the ED of the test phantom materials with theoretical values.
MATERIALS AND METHODS

Overview of Dua-energy Methods
Projection function p at a given detector position in the simplest image formation model is calculated as where S(E) is the X-ray energy spectrum, and µ(r (2) with data sets acquired at two different energies using their own model of the LAC.
Alvarez and Macovski modeled the LAC as a linear combination of energy-dependent photoelectric and Compton interaction contribution as [1] where fPE(E) is the energy dependence of the photoelectric interaction, and fKN(E) is the Klein-Nishina formula.
Basis material methods set the LAC as a linear combination of LACs of two known materials [9] :
where b1 and b2 are coefficients of physical properties of chosen materials, and µ1(E) and µ2(E) are mass attenuation coefficients of previously chosen materials at a given energy.
Neglecting the Z dependence of the scattering cross section, Vinegar and Wellington approximated the LAC as [23] where P(E) and C(E) are energy-only-dependent parts of the photoelectric and the scattering cross sections, respectively, and ρe is the ED. The exponent n ranges from 3.0 to 4.0. After P(E) and C(E) are obtained from calibration with a known material, Z n and ρe can be calculated from Eq. (5) when the LACs for low and high energies, µ(EL) and µ(EH), are provided.
Proposed DECT Method
In our study, the DECT algorithm developed for monochromatic x-rays [20, 21] was adopted because of its high accuracy and computational simplicity. This algorithm models the LAC as where Z is the Zeff, and σPE(Z,E) and σS(Z,E) are the functions for the photo-electric absorption cross-section and for the scattering cross-section, respectively. Note that these functions depend not only on energy but also on Zeff, which differs from (5).
The ED is defined as
where ρ, A and NA are mass density, mass number, and Avogadro's number, respectively. The pixel value of a CT image obtained with monochromatic radiation can be treated as the LAC at that position of an object. From two reconstructed images at different energies, the LACs of the material are obtained, but Zeff and ED are still unknown as in following equations:
where µL and µH are the LACs at low and high energies, respectively, and are the pixel values of reconstructed images as well. To determine the initial photo-electric absorption and scattering cross-section Z-independent approximation is performed.
Then, problems are solved iteratively until the values of Zeff and ED converge:
To evaluate the accuracy and computational simplicity of the algorithm, it was implemented in C language and tested with a mathematical phantom consisting of graphite, water, and polymethyl methacrylate (PMMA). Theoretical values [24] used for the properties of the phantom materials are summarized in Table 1 . Monochromatic x-rays peaked at 40 keV, 50 keV, 60 keV, 70 keV, or 80 keV were used in the test. The size of the CT images was 512 x 512, and it took 1.9 seconds, utilizing the OpenMP 2 , to produce images of Zeff and ED of the mathematical phantom on an AMD quad-core Phenom 9850 2.5 GHz CPU. After six iterations, the values converged. Iteration stopped when all of the difference between the current step and the immediately prior step appeared at the 3rd digit below the decimal point. Images of Zeff and ED of the mathematical phantom calculated from two (40 keV and 80 keV) monochromatic x-ray CT images are shown in Figure 1 , and the percentage errors of the calculated values of Zeff and ED for various Table 2 . For all combinations of the energies, the errors in ED are less than 1.0 %, and with the combination of 60 keV and 70 keV, the errors in Zeff are less than 1% as well, verifying the high accuracy of the method for dual energies of monochromatic x-rays. To successfully apply the DECT algorithm to polychromatic x-rays, it must not be sensitive to the inaccuracy of representative energy values. Using the same mathematical phantom, this behavior was investigated for the case of the 40 keV and 80 keV combination. The errors in the resulting Zeff and ED when the errors were intentionally added to the low and high energy values are shown in Figure 2 for the case of graphite. When up to ±20% of errors are added to the energies, the errors in Zeff range from -50% to 40%, while those in ED range from -10% to 10%, which is half of the error range introduced in energies. The results show that the DECT method for calculation of the ED is not too sensitive to uncertainties in energy values. This method, therefore, may be applied to polychromatic x-rays for extraction of electron density information if a proper energy value is assigned to represent the spectrum. This method may not be suitable for extraction of the effective atomic number information from DECT of polychromatic x-rays due to large errors. Table 1 . Error = 100 x (calculated value -theoretical value)/theoretical value
Application to Polychromatic x-rays
The feasibility tests of the DECT method to polychromatic x-rays were carried out through phantom imaging experiments with two micro-CT scanners: Nano Focus Ray (NFR) Polaris G90 and DRGEM Harmony 90. The x-ray source of the Polaris G90 was a Kevex PXS5-927 tube, and its voltage could be adjusted from 20 kVp to 90 kVp with the maximum power of 8 W. The image detector was a Hamamatsu C7942CA-22 image sensor with 2240 2344 active pixels and a 50 µm pixel pitch. It had a slip ring structure for fast rotation and 360 radiographic images were acquired in a revolution for 5 minutes. Harmony 90 was equipped with the same x-ray tube as the Polaris G90. For the image detector, a RadIcon Shad-o-Box 2048 X-ray camera with 2048 1024 pixels was used. It used a motor-driven rotation mechanism, and 400 views were acquired in a revolution for 20 minutes. Both scanners used the FDK algorithm for image reconstruction and the image size was 512 512 pixels.
CT images of a test phantom were acquired at five different energies of 40 kVp, 50 kVp, 60 kVp, 7 kVp, and 80 kVp. Filtration of x-rays provides a narrower spectrum and lessens the hardening effect, and a 0.5 mm aluminum filter was used in both scanners with an x-ray tube current of 50 µA.
The mathematical phantom described in Section 2.2 was fabricated for real experiments. Water, graphite and PMMA were used as the phantom materials as shown in Figure 3(a) . In a PMMA cylinder of 30 mm diameter, a graphite cylinder of 8 mm diameter was inserted. It is shown as the dark area in Figure 3(a) . A hole of 10 mm diameter in the PMMA cylinder was filled with distilled water. It is shown as the gray area in Figure 3(a) . The measured densities of graphite and PMMA were 1.79 g/cm 3 and 1.19 g/cm 3 , respectively. To use the iterative process of Eqs. (9) to (12) to get the information of Zeff and ED, two specific energies (EL and EH) which represent the high and low x-ray energy spectra must be determined. In this study, we adopted two representative energies: mean energy and equivalent energy. The mean energy was obtained by simple calculation of the mean value of the spectrum. The equivalent energy was obtained by finding a monochromatic energy which has the same half-value layer (HVL) as the polychromatic energy spectrum. The HVL of the polychromatic energy spectrum was obtained by seeking a value of x which satisfied the following condition:
where the polychromatic energy spectrum has been discretized into N energy bins, and Ioi and µi indicate the intensity and attenuation coefficient of i-th energy bin, respectively.
The energy spectra from the micro CTs used in the experiment were simulated using SpekCalc [25] . The simulated x-ray energy spectra, which were normalized to have the same intensity, are shown in Figure 4 , and the corresponding mean energies and equivalent energies are listed in Table 3 . Combinations of these energies were used as the low and high energies in Eqs. (9)- (12) to obtain Zeff and ED values, and the results were compared.
The CT numbers of the micro-CTs were not calibrated for all energies used in the experiment. To convert reconstructed CT numbers to the physical LACs, the following equation was used.
where H indicates a CT number at the corresponding position. The LACs of water were obtained from the National Institute of Standards and Technology (NIST; http://www.nist.gov/physlab/data/xcom/ index.cfm), and cubic-spline interpolation was used for energies not in the LAC table.
RESULTS
CT images of the phantom were obtained by two different scanners with the same operation conditions, namely, tube voltage, beam current, detector exposure time, and filter. Profiles of CT images taken at 40 keV with the two scanners are shown in Figure 3(b) . The CT numbers are different between the two scanners because these were not calibrated at this energy. 
For each combination of low and high energies, Zeff and ED images were extracted from the CT images. Figure 5 shows CT images of the phantom taken with the Polaris G90 scanner at 40 kVp and 80 kVp along with the corresponding Zeff and ED images when the mean energies were used. While the water and the PMMA regions are barely or hardly distinguishable in the original CT images, they are more distinct in the Zeff and ED images.
The extracted values of Zeff and ED are compared with the theoretical values from Table 1 , and the percentage errors are listed in Tables 4 to 7 . Tables 4 and 5 list errors that occurred when equivalent energies were used for calculations, and Tables 6 and 7 show the results that occurred when mean energies were used. From the results, it is clear that when the mean energy was used to represent a spectrum, better accuracy could be achieved. Tables 6 and 7 show that, except the errors in Zeff of graphite, most of the errors are less than 10% for both CT scanners, and for the combination of 60 kVp and 70 kVp, errors less than 6.0 % could be achieved with the Polaris 90.
Although the results are not as accurate as those obtained with monochromatic radiation, applying the DECT algorithm for monochromatic radiation to polychromatic radiation seemed feasible, particularly to extract electron density information.
DISCUSSION
While the equivalent energy is the traditional representation of a polychromatic x-ray spectrum which is widely used in radiological physics, it did not suit our purpose for this study. Instead, the mean energy, which is higher than the equivalent energy, produced better results in terms of accuracy. The dual energy images with the energy pair of 40 kVp and 80 kVp yielded the best result among all the energy combinations. Compared to water and PMMA, errors in Zeff of graphite were much higher for all combinations of energies with both scanners. This DECT method may be limited to certain materials, and further studies with more materials are required for assessment of the material dependence.
The proposed method can be used to simply obtain Zeff and ED images from dual-energy CT images; however, this method is subject to artifacts on CT images because it uses the CT images directly. Therefore, artifact removal and noise reduction from the CT images before extraction of Zeff and ED images will enhance the quality of the results.
The proposed method was applied in DECT imaging of a small animal. CT images of a mouse at energies of 40 kVp and 80 kVp were acquired with a Polaris G90 scanner. Slices of abdomen were chosen, and the Zeff and ED images from the chosen CT images were calculated with the proposed method. Figure 6 shows CT images of the mouse and the corresponding Zeff and ED images. Regions of high Zeff values (bones) are more strongly emphasized in Zeff images than in other images.
CONCLUSION
In search of a simple and practical DECT method, we adopted a method originally developed for monochromatic radiation and applied it to DECT of polychromatic x-rays. With errors in a reasonably acceptable range, the proposed DECT method could successfully extract the effective atomic number and electron density information from CT images.
The proposed method showed simplicity of calibration, thus demonstrating its practicality and feasibility. However, further study is needed to improve the accuracy of the extracted information. 
